Transcervical sterilization with use of methyl 2-cyanoacrylate and a newer delivery system (the FEMCEPT device).
The increasing use of sterilization as a means of permanent contraception prompts the search for simpler, safer methods. Methyl 2-cyanoacrylate 0.6 ml was administered to the uterocornual tubal junction with the use of the FEMCEPT transcervical delivery system in 35 healthy parous women aged 30 to 44 years. Hysterosalpingography 4 months after the procedure showed bilateral tubal occlusion in 88.2% of the study participants. There were no complications in the study group, and there were no pregnancies among those who demonstrated bilateral tubal occlusion. The technique, which is safe, effective, and simple, could consideraly reduce anesthetic and operative risk in sterilization.